The goal of radiotherapy is to deliver prescribed dose to the target volume and simultaneously minimize the dose to the healthy organs. The purpose of this work was to verify the accuracy of calculations carried out with a treatment planning system (TPS). Measurements carried out with thermoluminescence detectors (TLDs) were compared with doses calculated with TPS. Doses were measured and calculated both in the open beam's region and under individual blocks. Measurements were performed in the Randophantom. The work was carried out for photon beams generated in the Varian CLINAC 2100C accelerator. The maximum / minimum percentage differences between measured and calculated doses were 4.9/0.6%, 2.6/0%, and 3.5%/0.5% in open, shielded and partially shielded points, respectively. Differences between the measured and calculated doses were within acceptable limits.
Introduction
The ultimate goal of radiotherapy is to deliver a prescribed dose to the target volume with minimum dose to the healthy tissues. There is a high demand for accuracy in radiotherapy. Even small deviations of delivered dose from prescribed one may have significant influence on the probability of cure and probability of complications. The dose needed for the local control of the disease and the dose tolerated by healthy tissue provides a narrow therapeutic window. Studies had shown that variation of 5% in dose resulted in 10-20% change in the tumor control and in the normal tissue complication probabilities were from 20-30% [1, 2] . It is expected that the uncertainty of dose delivery should be less than 5% (two standard deviations) [3] . ICRU Reports 50 and 62 recommended that the dose uniformity in the target organ must be within uncertainties range -5% to +7% [4] . Treatment planning is a multistep process, whose complexity depends on many factors. Therefore, verification of accuracy of dose delivery is essential in radiotherapy daily practice and allows to minimize the likelihood of accidental exposure [5, 6] . Some studies have been done for solving specific problems associated with TPS performance and dose calculation [7] [8] [9] . For the purpose of testing, commissioning and QA of TPS, IAEA has published technical Report 430 [10] that provides a large number of tests and procedures. TPSs use different algorithms including Pencil Beam Convolution (PBC), Analytic Anisotropic Algorithm (AAA) and Monte Carlo Simulation for planning [11, 12] . A comprehensive document on the treatment planning quality assurance was also developed by Task Group 53 of the American Association of Physicists in Medicine. In this report it postulated to keep the overall accuracy of the dose delivery within ± 5% [13, 14] . In the process of treatment planning the dose distribution is optimize to deliver the prescribe dose to target volume, the advisable dose distributions with a given treatment strategy, to deliver maximum dose to the target and very low dose to the organs at risk (OAR) [15] [16] [17] . For saving the OARs the shape of the fields are conformed to the target volume with multileaf collimators or customized Cerrobend blocks [16, 17] . Thermoluminescence dosimetry has been in use for many decades and has valuable applications in various fields, such as personal, environmental, medical, archeological and geological dating [18] [19] [20] . Dosimeters like thermoluminescent, photoluminescent, optically stimulated luminescent, metal oxide semiconductor field effect transistor, electronic portal imaging device, radio-chromic and photographic films are in use for the last few decades for radiation dosimetry [19] [20] [21] [22] . Most often the thermoluminescent TLD-100 (LiF: Mg, Ti) is used. It has an effective atomic number of 8.2 nearly equal to that of the soft tissue (7.4); therefore, TLD-100 interacts with radiation in the same way as a tissue does. Due to the small size of the detectors, they can be placed easily at the required position inside the phantom [23, 24] .
In the study performed by Terohid et al. [25] , the absorbed dose to the thyroid during chest wall radiotherapy was estimated to be 8% of the incident dose, compared to the previously performed study by M. Butanec et al. [26] . Tahirkhani et al. [27] evaluated the physical characteristics of Cerrobend blocks in radiotherapy and showed that the Cerrobend blocks are as almost efficient as the Multi-Leaf Collimators (MLCs) for some cases to protect OARs.
In the present study doses measured with TLD detectors and calculated with a treatment planning system were compared. Doses were measured in the anthropomorphic Randophantom. Doses were calculated in the Eclipse treatment planning system (Varian).
Materials and Methods

Randophantom
For clinical test cases, the commercially available Randophantom was used. The Randophantom is made of a completely human equivalent material having bone, tissue, lungs and air gaps. It is composed of 35 slices with slice thickness of 2.5 cm. Every slice contains a grid of holes in which TLDs can be slipped in for measuring the radiation doses at various locations.
Dosimetry system
Absorbed dose measurements were carried out with thermoluminescent dosimeters TLD-100 chips manufactured by Harshaw chemical Co, Solon, USA. Annealing of all the detectors were carried out at 400°C for one hour, followed by 2 hours stay at 100°C in an electric furnace. Afterwards, TLDs were kept at room temperature. The time between exposure and read was kept constant (48 hours) to minimize the fading effect. 
Linear Accelerator
Calibration of the detectors
The annealed TLDs were exposed to a known dose of 500 mGy from a 60Co source repeatedly in a Secondary Standard Dosimetry Laboratory, Institute of Nuclear Science and Technology (PINSTECH), Islamabad. The detectors were read out using Thermo Scientific Harshaw 4500 semiautomatic TLD reader installed at Radiation Dosimetry Group, PINSTECH. TLDs having nearly identical response were grouped together as group 1 (45 TLDs) group 2 (23 TLDs) and group 3 (13 TLDs). The linearity of these selected detectors were checkedby exposing these detectors to a range of doses from 200 mGy to 2000 mGy with a step of 200 mGy.
Treatment sites
For all the selected treatment sites i.e. Acute Lymphoblastic Leukemia (ALL), Naso-Pharyngeal Carcinoma (NPC) and Hodgkin Disease (HD), case-wise number of utilized TLDs are given in Table 1 .
Treatment plans
A Randophantom was scanned with a Computed Tomography (CT) unit. The CT images were transferred to Eclipse TPS, installed at Institute of Radiotherapy and Nuclear Medicine, Pakistan through Digital Imaging and Communications in Medicine (DICOM). The head and neck cases were scanned with a slice thickness of 3 mm; while, the pelvic, abdomen and chest cases were scanned with a slice thickness of 5 mm. In all cases, Planning Target Volume (PTV) and OARs were marked according to ICRU 50 and 62 protocols. Customized shielding blocks were prepared using Styroformer (Huestis Medical Styrofoam cutter) machine installed at INOR. The dose was calculated according to IAEA, TRS, 398 with ionization chamber and electrometer (PTW: UNIDOS E Universal Dosimeter). All treatment plans were simulated with the conventional simulator. The detectors were placed at the selected slices in specified locations within the Randophantom. 
Dose Delivery and Measurement
Results
The three groups of TLDs used for determination of absorbed dose in the study possessed a linear response when exposed to a 
Case 1: Acute Lymphoblastic Leukemia
In this case, the shielded organs (lens, sinuses, and orbit) doses, as recorded by the detectors are compared with the TPS point doses. Both were almost the same with negligible percentage difference, as shown in Table 2 , and subsequently plotted in Figure 2 . In the case of open target (unshielded), whole brain up to C2, the percentage difference between measured doses of the detectors and the calculated dose by the TPS were 2.8%, as shown in Table 2 .
The percentage difference between TPS calculated and TLD measured doses were within the recommended limits, i.e. less than 5%, which showed that the calculation agreed with the measurement. Moreover, in case of the partially shielded regions, the dose near the shielding blocks (area that is neither fully shielded nor fully open) as measured by the detectors and calculated by TPS were within the acceptable range of percentage difference i.e. 3.3%.
Case 2a: Naso-Pharyngeal Carcinoma
The shielded organ dose measured by the detectors and Eclipse point doses of TPS were in good agreement with max. percentage difference of 1.5%, confirming the excellent quality of fabricated blocks and accuracy of dose calculations. The target doses as measured by the detectors and calculated by TPS were also in good agreement with percentage difference of 3.0%. Likewise, in the partially (near the edge of the shielding block) shielded sites the measured and calculated doses were also in a good agreement with a percentage difference of 0.5%. All the recorded data have been reported in Table 3 and plotted in 
Case 2b: Anterior Lower Neck
In order to treat the Naso-Pharyngeal Carcinoma, the whole neck nodes were to be irradiated. Therefore, direct Anterior Lower Neck field was added to the two parallel opposed fields. The 200 cGy per fraction dose was applied at Dmax. The detectors were placed at 3.5 cm depth in an open area that recorded dose of 189.5 cGy by the TLDs and the Eclipse calculated point dose was 179.8 cGy. The percentage difference between these two systems was 4.9%, which showed a good agreement. The dose measured by the detectors placed beneath the block and the Eclipse point doses beneath the blocks were also in good agreement with a percentage difference of 1.3%, as presented in Table 4 and plotted in 
Case 3a: Hodgkin's disease Mantle Field
To treat Hodgkin's diseases using Mantle Field customized blocks were used to shield both lungs. The doses recorded by the detectors and calculated by the Eclipse TPS under (beneath) the blocks showed a percentage difference of 2.3%. Similarly, the measured and calculated dose in open (target) field was comparable with a percentage difference of 3.5%, as shown in Table 5 . The data has been plotted in Figure 5 .
Case 3b: Hodgkin's disease Inverted Y Field
To treat the Hodgkin's disease in radiotherapy, another field i.e. invertedY Field is also applied. The customized blocks were used to protect theOARs. In this case, the OAR (bladder and kidneys) doses were determined by placing the detectors under the customized blocks in the corresponding slices. The difference between the measured and calculated dose was 2.6%. Similarly, the target (open) doses and partially shielded doses measured with the detectors and calculated with TPS, were found in a good agreement with a percentage difference of 0.6% and 3.5%, respectively, as shown in Table 6 and plotted in Figure 6 . 
Discussion
Precise dose delivery in radiotherapy is crucial for the successful outcome of the treatment. Therefore radiation dose verification has become one of the top clinical priorities in the quality assurances for modern radiotherapy. In this work TLD-100 were used for measurement of the doses and compared with the doses calculated by TPS. The results showed good agreement between the calculated and measured doses. The maximum differences between measured and calculated dose in open field were obtained for Case 1 (ALL) and Case 3b (Inverted Y). Comparison with TPS calculated doses revealed percentage differences of 2.8% and 0.6%, respectively, as shown in Table 2 and Table 6 . This showed a very good agreement between the TLD measured and the TPS calculated dose. The treatment of NPC showed a poorer agreement, with a percentage difference of 3% between measured and calculated dose in the target areas as shown in Table 3 . This might be explained by using the customized blocks around the target.
To consider the next region (shielded region, maximum dose of 10% in case 1 was measured by the detector as well as calculated by the TPS, having the smallest percentage difference. The OARs in this case were the orbit and the lens of the eyes and received the dose far beyond its tolerance dose. In all the remaining cases, the percentage differences between measured and calculated doses were less than 3%. The last region considered in the study was the partially shielded region dose. In this region, only three sites were selected to place the detectors in the vicinity of the blocks. The dose recorded in Case 2a by the detectors was 20.5% and calculated by TPS was 20%, which have the least percentage difference of 0.5%. In Case 3b, a moderate dose of < 60%, was recorded, as shown in Table 6 . The maximum recorded dose by TLDs and calculated by TPS was above 80% in Case1, indicating careful shielding of the OARs and careful irradiating the PTV to achieve maximum therapeutic benefits [28] . In the overall study, it was concluded that in most of the cases the dose measured by the detectors and calculated by the TPS under the blocks were in close agreement.
Conclusions
In this work, TLD-based procedure for the verification of various treatment plans used in radiotherapy was tested. The results of TLDs were compared with the doses calculated with Varian Eclipse TPS. The results were well within the acceptable limits.
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